Fracture of the Alumina-bearing Couple Delta Ceramic Liner

AFSHIN TAHERIAZAM, MD; MOHAMMAD AZIZBAIG MOHAJER, MD; MANSOOUR ABOULGHASEMIAN, MD; BABAK HAJIPOUR, MD

abstract

The fracture rate of third-generation ceramic liners is greatly reduced compared with first- and second-generation liners because of improvements in the design and manufacturing process. Fractures of the alumina-bearing couple are rare for the same reason.

This article describes a case of a fracture of an alumina-bearing couple delta ceramic liner without trauma history that was treated with ceramic-on-polyethylene revision total hip arthroplasty. A 57-year-old man was admitted to the hip ward because of an alumina-bearing couple delta ceramic liner fracture. He underwent hip replacement by anterior approach 18 months previously in the same center because of left hip primary osteoarthritis. He received a 54×36-mm modular press-fit cup ceramic alumina-bearing couple delta insert. Probable causes of such fractures are manufacture production failure and edge loading based on cup inclination, but in our patient, unacceptable range of motion, failure of the locking mechanism during implantation insertion, or cracking were possible causes of fracture.

Although the fracture rate of third-generation alumina-bearing couples is low, we believe that it may not be possible to eliminate the actual risk of alumina head fracture. Patients should be informed about the potential for this complication before receiving an alumina-bearing couple.
Traditional total hip arthroplasty (THA) using metal-on-polyethylene bearings is a reliable procedure. Alumina-bearing couples (ABCs) are an alternative for THA and have been used for >20 years. Interest in alumina ceramic-on-ceramic bearings is largely due to good wear characteristics and relatively low biological reactivity of the wear particles. Retrievals have shown linear wear rates 4000-fold less than conventional metal-on-polyethylene bearings of the same era and have consistently shown low wear rates in clinical and laboratory studies.

Compared with other articular surfaces, ABCs are denser, more resistant to scratches, and more hydrophilic. Use of these bearings results in a decrease of erosion and reduction of particle pressure into surrounding tissue and does not have the risk of metal ion release. Because of these advantages, these articular surfaces are preferred for young, active patients. First- and second-generation ceramics had a fracture rate of 5% to 13%, respectively.

The current (third-generation) ceramic manufacturing, which uses hot isostatic pressing, produces a highly pure, fully dense ceramic with a small grain size. The grain size in first-generation ceramics was 4.2 μm, compared with 3.2 μm in second-generation and 1.8 μm in third-generation ceramics. The current generation has improved in stability compared with previous models, and the fracture rate is approximately 0% to 0.004%. After approximately 5 years of clinical investigations, the use of ABCs for THA in the United States was approved by the Food and Drug Administration in February 2003.

This article describes a rare fracture of an alumina-bearing couple (ABC) delta ceramic liner, which was located in the intra-acetabular cup (modular press-fit cup) and Stolzalpe-Buchner-Graf stem (Smith & Nephew, Memphis, Tennessee) by an anterior surgical approach of the Stolzalpe technique, which was accrued 18 months postoperatively with no trauma.

**CASE REPORT**

A 57-year-old man was admitted to the hip ward of Stolzalpe Hospital in Austria because of an ABC delta ceramic liner fracture. He had undergone THA by anterior approach 18 months prior in the same center because of left hip primary osteoarthritis and received a 54 × 36-mm modular press-fit cup and ABC delta ceramic insert. The acetabular component was set in 45° of abduction and 150° of anteversion.

The patient had a safe postoperative period. At 18 months postoperatively, he had tenderness and a clicking sound in his left hip. On physical examination, no findings except hip tenderness during walking and at the end of his hip range of motion were found. A ceramic liner fracture was detected on radiographs. During revision surgery, the surgeon discovered that the ABC delta ceramic liner was fractured into multiple particles. The femoral and acetabular components were fixed well, and the ceramic head was intact (Figures 1, 2). Extensive sinovectomy was performed to remove multiple ceramic particles, and polyethylene and a new ceramic head were inserted. The had no postoperative tenderness or a limp.

**DISCUSSION**

Early generations of ABCs were often associated with mechanical loosening of the socket and ceramic implant fracture, and sporadic cases of excessive wear of the bearing surfaces occurred. These problems were attributed to suboptimal implant design, poor quality control, and the intrinsic brittle nature of ceramic materials.

Optimum density and a fine microstructure are necessary to provide good mechanical strength. The ABC, now in its third generation, has significantly improved in terms of its mechanical properties, including purity, grain microstructure, and burst strength, through the evolution of design features and manufacturing processes over the past 3 decades and through the introduction of proof testing.

Alumina-bearing couples have several theoretical advantages. Ceramics are hard, which makes them wear- and scratch-resistant. In hip simulator testing, ABCs produced linear wear rates of <1 micron per year, compared with 200 microns per year for a traditional cobalt chrome-on-polyethylene bearing surface.

D’Antonio et al performed a prospective, randomized study, in which 514 hips were implanted. All patients (mean age, 53 years) received the same press-fit hydroxyapatite-coated femoral stem; two-thirds (345 hips) received ABCs, and one-third (169 hips) received a cobalt chrome-on-polyethylene bearing. At a mean follow-up of 35.2 months (range, 24-48 months), no significant difference existed in clinical performance between the cohorts. No ceramic fracture or ABC failure occurred in their study.
Min et al\textsuperscript{14} studied 147 patients after THA. They reported that delayed ceramic liner fractures occurred in 3 (1.7\%) hips, all in men, with no trauma. The ages of the patients at the time of fracture were 33, 46, and 28 years. The mean age, height, and weight of these patients did not differ significantly from those of the overall group. The mean time between implantation and ceramic liner fracture was 9 months. All hips underwent revision surgery, and the retrieved implants and surrounding soft tissues were examined macroscopically and microscopically. All hips had radiographic evidence of bone integration at the final follow-up examination. No acetabular cups or femoral stems were revised due to aseptic loosening. Head fracture occurred in 2 (1.1\%) hips. Another ABC delta ceramic liner was chipped during insertion because of eccentric seating of the liner.

In a study by Murphy,\textsuperscript{15} 60 of 261 THAs were seen at a minimum of 2 years and a mean of 40 months postoperatively (range, 26-72 months). The group of 261 hips had a mean follow-up of 14.5 months. Three revision surgeries were necessary due to failure of osseointegration of a femoral component in a necrotic proximal femur (n=1), malseating of an acetabular liner treated by proper reinsertion of the liner (n=1), and an acetabular component that was displaced intraoperatively and recognized in the postanesthesia care unit, which required prompt revision (n=1). Reoperations other than revision included irrigation and debridement for acute infection (n=1), irrigation and debridement with no infection (n=1), open reduction and internal fixation of a postoperative greater trochanteric fracture (n=1), and open reduction and internal fixation of a greater trochanteric nonunion (n=2). No dislocations or bearing fractures occurred, and no radiographic evidence of wear or lyses was present.

Mislalignment of the acetabular shell, which results in pressure on the edges in vertical insertion and impingement between the liner and neck in horizontal insertion of the cup, may be a cause of fracture. Impingement may be the result of an insufficient oscillation angle, which is related to the head diameter and geometry of the femoral neck and acetabulum component. However, the component in our patient was in the proper position. Therefore, impingement was not probable as the cause of the fracture.\textsuperscript{16}

Fracture can occur due to manufacture production failure and edge loading based on cup inclination, but in our patient, unacceptable range of motion, failure of the locking mechanism during insert implantation, or cracking during implantation was the cause.

Although fracture of third-generation ABCs is uncommon, it may not be possible to eliminate the risk of alumina head fracture. Patients should be informed about the potential for this complication before receiving an alumina-on-alumina bearing couple.

\section*{References}